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Magnetic Latching Valve 


The problem: 

To develop a latching, fast-acting 2-port poppet 
valve for use in gas chromatograph— mass spectrom- 
eter combinations; a positive actuation time of the 
order of a few hundredths of a second is a prime 
requisite, and a static force must hold the valve in 
position at all times. 

Armature 


The spring capsule is located in a coupling barrel, 
and it can move freely within the barrel; the capsule 
itself is rigidly attached to the valve poppet stem. An 
extension of the armature shaft, E, acts as a piston 
within the capsule and compresses either of two 
springs. The springs are attached to the two ends of 
the capsule, but not to the armature shaft; in fact, at 
the center of armature travel, the piston end of the 



Actuator 

The solution: 

A linear, bistable magnetic actuator which utilizes 
a permanent magnet to hold the poppet in position 
and requires electrical power only for shifting the 
valve poppet from one position to the other. 

How it’s done: 

The device shown in the diagram consists of three 
distinct subassemblies, a valve, a spring capsule, and 
a magnetic actuator. The valve is of conventional 2- 
port design; the poppet stroke is about 1.5 mm (0.060 
in), and leakage and operational friction is kept to a 
minimum by use of a bellows instead of a packing 
gland. 


Spring Capsule Valve 

armature shaft extension has an unloaded clearance 
of about 0.51 mm (0.020 in). Armature motion is re- 
stricted so that either spring is compressed 0.25 mm 
(0.01 in) when the poppet is fully open or closed; 
additionally, the springs are selected so that they 
exert a force of about 1.6 kg (3.5 lbs) when compressed 
to this extent. 

The actuator consists of a cylindrical, axially sym- 
metric armature of soft iron (or other material of high 
permeability and low coercive force) with a permanent 
magnet of high coercive force, and a cylindrical stator 
of soft iron with end caps of the same material; the 
actuator shaft is made of nonmagnetic metal. Two 

(continued overleaf) 



This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 


Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 




actuating solenoids are mounted in the end caps. In 
the diagram, the armature is shown at the limit of its 
travel and at one of its two bistable positions. The 
armature will remain at either end of the stator en- 
closure because of the attraction between the perma- 
nent magnet in the armature and the soft iron caps of 
the stator. When the armature end is in contact with 
the end cap, the basic flux path is such that the ma- 
jority (88%) of the flux lines pass through the contact 
interface parallel to the armature shaft and return via 
the stator shell through cylindrical tab A.The magnetic 
holding force is of the order of 2.7 kg (6 lbs); thus, 
since the spring in the spring capsule exerts a return 
force of 1.6 kg (3.5 lbs), the poppet is held open (or 
closed) by a net force of 1.1 kg (2.5 lbs). 

The actuator is changed over to the other bistable 
position by energizing the solenoids to an extent that 
the effective flux in the armature-stator system is de- 
creased and the return force exerted by the spring 
capsule can move the armature away from one end 
cap. The solenoids are energized in series; one coil 
bucks the magnetic flux in the end cap nearest the 
armature and the other coil establishes in the opposite 
end. cap a flux which can attract the armature magnet. 
Referring to the diagram, when the solenoids are en- 
ergized, the capsule spring accelerates the . armature 


away from tab A, breaking the flux path which held 
the armature against the left end cap; the armature 
rapidly moves towards the right end cap and estab- 
lishes a new flux path through tab B. When power to 
the solenoids is removed, the armature remains locked 
in its new position. 


Note: 
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